The Centers for Medicare and Medicaid Services (CMS) Hospital Compare central line-associated bloodstream infection (CLABSI) data and private databases containing new-generation intravenous needleless connector (study NC) use at the hospital level were linked. The relative risk (RR) of CLABSI associated with the study NCs was estimated, adjusting for hospital characteristics. Among 3074 eligible hospitals in the 2013 CMS database, 758 (25%) hospitals used the study NCs. The study NC hospitals had a lower unadjusted CLABSI rate (1.03 vs 1.13 CLABSIs per 1000 central line days, P < .0001) compared with comparator hospitals. The adjusted RR for CLABSI was 0.94 (95% confidence interval: 0.86, 1.02; P = .11).
T he Food and Drug Administration Amendments Act of 2007 mandated the US Food and Drug Administration (FDA) to develop methods to obtain access to disparate data sources and to validate methods for the establishment of a post-market risk identification and analysis system to link and analyze medical device safety data from multiple sources. 1 , 2 As a pilot, the Mini-Sentinel Initiative has established the Sentinel System Architecture for pooling patient-level data from various sources, including billing, drug prescription/ dispensing, and other data captured by health or insurance plans, and health care providers. 3 , 4 Although much medical product use information can be gathered at the patient level through billing and other sources, medical devices widely used in the process of patient care, such as intravenous (IV) devices, usually are not billed at the patient level. These devices are an integral part of patient care, which potentially can be associated with risk of severe adverse events, such as IV device-associated bloodstream infections (BSIs). Section 522 of the Federal Food, Drug and Cosmetic Act authorizes the FDA to require manufacturers to conduct postmarketing surveillance of class II or class III devices, if their failure would be reasonably likely to have serious adverse health consequences. 5 Following the recommendations of the Healthcare Infection Control Practices Advisory Committee (HICPAC) 6 related to positive displacement needleless connectors (NCs), the FDA issued a 522 postmarketing surveillance order to all manufacturers of positive displacement NCs in September 2010, possibly considering this a class effect.
The Centers for Medicare and Medicaid Services (CMS) publicly report hospital outcome comparison data, including central line-associated bloodstream infection (CLABSI) rates. 7 The CLABSI data reported by CMS Hospital Compare are collected through the Centers for Disease Control and Prevention (CDC) National Healthcare Safety Network (NHSN). 8 The CDC is responsible for conducting health care-associated infection (HAI) surveillance and for developing HAI prevention guidelines. Acute care hospitals are required to report CLABSI rate data and selected other HAI data through the CDC's NHSN to receive payments from CMS. The CLABSI measure applies to patients treated in acute care hospitals, including adult, pediatric, neonatal, and Medicare and non-Medicare patients. Given its comprehensiveness, it is conceivable that the CMS Hospital Compare database may provide timely information on CLABSIs associated with the use of a given IV device.
The objective of this analysis was to evaluate the possibility of monitoring hospital-acquired CLABSI rates potentially associated with IV NC use by linking the publicly reported CMS hospital CLABSI data and IV NC use data from a private source, the study NC. CLABSI rates in hospitals using the study NC versus hospitals using other IV NCs were compared.
METHODS

Data Source
The CMS Hospital Compare data reported in 2013 (FY 2012) were downloaded from the CMS Web site. 7 The CMS data included hospital identification number, name, address, central line days, number of CLABSI episodes, and NHSN standardized infection ratio (SIR) by hospital. Also downloaded from the CMS site were hospital characteristics (ie, bed size, intern-resident-tobeds [IRB] ratio, and CMS geographic region category, rural/urban status). 9 The 2 CMS data sets were merged to create 1 CMS data set.
Merging CMS and IV Device Use Databases
All hospitals with 1 or more central line days in the CMS data set were merged with the MaxPlus Positive Displacement Connector (the study NC) client database (CareFusion, San Diego, CA) during the corresponding period to identify hospitals using the study NCs (study NC hospitals) versus those not using the study NCs (comparator hospitals). The study NC is a new generation of NC with new patient safety engineering design features.
Statistical Analysis
The distribution of hospital characteristics of the study NC versus comparator hospitals was compared. The unadjusted CLABSI rates and the NHSN SIRs in the CMS database were aggregated by the study NC versus comparator hospitals. The NHSN SIR is calculated for specific types of patient care locations, such as medical intensive care units (ICUs) and surgical ICUs at the hospital level. 7 Using the random intercept Poisson regression approach, 10 , 11 2 models were fit to estimate the relative risk (RR) for CLABSIs associated with the use of the study NC versus other NCs (comparators): (1) adjusting for the care locations according to the NHSN data, ie, the ratio of SIRS (study NCs/comparator NCs); and (2) adjusting for hospital IRB, bed size, rural/urban status, and geographic region, in addition to the care locations. The CDC HICPAC review 6 and the FDArecommended methods 12 were used to compute a noninferiority margin, allowing comparison against both an RR of 1.0 and a noninferiority margin of 1.23.
Sensitivity Analysis
Since only the device order data from the manufacturer of the study NC was available, the exclusivity of study NC use at each facility was not certain. Two sensitivity analyses were conducted: (1) restricting facilities to those that ordered the study NCs every month (high-frequency facilities); and (2) restricting facilities to those that were
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at the top quartile of normalized volume intensity (highvolume intensity facility), which was defined as total number of the study NCs ordered during the study period divided by total number of hospital beds.
RESULTS
Descriptive Statistics
Overall, 3074 hospitals in the CMS Hospital Compare database reported central line days ≥ 1 during FY 2013 ( Table 1 ) . Among them, 758 hospitals used the study NCs, accounting for 25% (758/3074) of the hospitals. The study NC hospitals were more likely to be major teaching hospitals (larger IRB) ( P < .0001), urban ( P < .0001), and with a larger number of beds ( P < .0001) than comparator hospitals.
The study NC hospitals accounted for 30% (2 923 859/9 887 264) of central line days and 28% (3017/10 864) of total CLABSI episodes ( Table 2 ). The study NC hospitals had a lower unadjusted CLABSI rate ( 
RR of CLABSI of the Study NC Versus Comparators
Compared with comparator hospitals, the study NC hospital CLABSI RR was 0.91 (95% CI: 0.83, 0.98; P = .02), adjusting for care location only. After further adjusting for hospital characteristics, the multivariable CLABSI RR of the study NC hospitals was 0.94 (95% CI: 0.86, 1.02; P = .11) ( Table 3 ). Both care locationadjusted RR and full care location-and hospital characteristics-adjusted RR demonstrated that the upper limit of the 95% CIs were well below the noninferiority margin of 1.23, meeting the statistical criterion of noninferiority. The Poisson multivariable model also revealed that bed size and IRB were not significantly associated with CLABSI risk, but urban location and some geographic regions were significantly associated with higher CLABSI risk. Figure 1 summarizes the RR and 95% CIs for CLABSI in the study NC hospitals. The overall RR (95% CI) was 0.94 (0.86, 1.02). For hospitals that ordered the study NCs for all 12 months, the RR (95% CI) was 0.95 (0.85, 1.06). For hospitals in the top quartile of volume intensity, the RR (95% CI) was 0.88 (0.77, 1.02). Thus, results of the hospitals with the highest order frequency or volume intensity were consistent with the overall result.
Sensitivity Analysis
DISCUSSION
The FDA is under legal mandate to establish a postmarket surveillance system for monitoring FDA-regulated medical product safety by linking existing electronic databases from government agencies, private health or insurance plans, and industry.
1 , 2 Device manufacturers are required to provide postmarketing safety surveillance data. Considerable effort has been expended in integrating patient-level data from the government-initiated programs. The FDA Mini-Sentinel Initiative is 1 such pioneering approach to aggregate large patientlevel data sets from various sources intending to monitor the safety of pharmaceutical products in the postmarketing setting. 3 , 4 However, some FDA-regulated devices, such as IV NCs, are used extensively during the acute care process, but typically are not billed at the patient level. To monitor potential adverse events, ecological data analysis using linked public and private data sources at the hospital level may be a practical and less burdensome approach for both the FDA and industry. The analysis here demonstrates that such an approach might be worth further investigation.
CMS data offer the most current and comprehensive data on CLABSI incidence and standardized CLABSI outcome measures across all eligible hospitals in the United States. For the first time, the 2013 CLABSI report included the number of observed and expected CLABSIs, and central line days, in addition to the SIRs in the previous report. 6 Because such detailed nationwide CLABSI data were not available for public access previously and because CLABSI rates in association with positive displacement NCs are of general interest to the FDA, the CDC, and the clinical community, 13 it is timely and reassuring from the perspective of patient safety that the CLABSI rate associated with the use of the study NC, a newer-generation positive displacement NC, was not elevated and that it met the criterion of statistical noninferiority.
The advantages of using publicly reported outcome data include (1) there is no sampling bias, because all reporting hospitals are included; (2) there is no potential conflict of interest compared with data collected by manufacturers themselves; (3) these are the most current CLABSI data with minimal lag time; (4) the comparison is concurrent, which eliminates potential bias inherent to pre-post period study designs; (5) the CLABSI surveillance data are collected, using the CDC's NHSN definition, by hospital infection preventionists prospectively rather than through a retrospective review; and (6) it has potential societal benefit to limit the cost burden of surveillance, which, in turn, may reduce overall costs associated with health care.
There are limitations to using hospital-level data. It would be ideal if all devices could have unique device identifiers (UDIs) that could be tracked at the patient level. However, the UDI is currently required only for class III medical devices. For widely used IV devices, such as NCs, it does not seem likely that UDIs will be mandated any time soon. Therefore, patient-level capture of this type of device use may not be feasible at this time or in the near future. There is a possibility that hospital-level data analysis may not adequately adjust for patient risks when risk stratification is limited to hospital characteristics. However, CDC's NHSN data have shown that care units, such as ICUs, are 1 of the most important risk factors for CLABSI. 7 The analysis here went beyond the NHSN care location stratification, further adjusting for hospital characteristics. It found that the urban location and certain geographic regions were associated with higher CLABSI risk, while bed size and teaching status were not. There is an advantage to gathering data at the hospital level because these data do not contain sensitive patient-specific information. It may be more feasible to link across data sources, which may encourage broad participation from the private sector. The linked hospital-level data would provide a valuable source of information for the FDA and industry to monitor the postmarket safety of devices that are not captured at the patient level. This study did not have access to other private data sources regarding types of IV NCs used by the comparator hospitals, so the exclusivity-use status of the study 
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device was uncertain. In this study's sensitivity analysis, consistent results were found when hospitals were restricted to those with the highest order frequency and those with the highest bed size-normalized volume intensity. Furthermore, because hospitals using comparator NCs had significantly higher unadjusted CLABSI rates, the potential misclassification of mixed-device use by the study NC sites would bias the study finding toward the null hypothesis, which is unfavorable to the study device. The study's primary objective was to explore the possibility of potential partnership of the public and private sector to establish a nationwide system for the FDA to query and pick up possible early warning signs of adverse events, such as CLABSI elevation potentially associated with certain NCs. If all manufacturers were to participate in the effort by providing lists of their clients who purchased their devices in a given time period, the FDA could determine the exclusive versus nonexclusive status for each facility. The CLABSI data then could be aggregated into exclusive versus mixeddevice use categories, while maintaining anonymity of business-client relationships. This linked and aggregated CLABSI monitoring and early-warning sign system could be near real time and accomplished at a relative low cost to both the FDA and industry.
CONCLUSIONS
The CMS data are current, comprehensive, and representative of all US acute care hospitals in bed size, teaching status, rural status, and geographic locations. Effort may be expanded to encourage industry to participate in the FDA initiatives by providing the FDA access to hospital-level device use data. This government and private-sector partnership may enable the FDA to electronically monitor nationwide device safety signals with a practical and minimumburden approach. This analysis demonstrated that the study device was not associated with elevated CLABSI, as it demonstrated statistical noninferiority. Linking publicly reported hospital-level outcome data with private data sources for postmarket surveillance of IV devices that are not typically captured at the patient level might be an approach worthy of further study. Figure 1 Adjusted relative risk (95% CI) for CLABSI by the study NC order frequency and volume intensity. All models adjusted for CDC NHSN classification of care units (MICU, SICU, etc), CMS classification of hospital bed size, teaching status, rural/urban status, and geographic locations. *Order frequency: number of months the study NCs were ordered during the 12-month study period. **Volume intensity: total number of study NCs ordered during the study period divided by total number of hospital beds. 
